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HAMAMATSU PHOTONICS K.K.

SOLID STATE DIVISION

浜松ホトニクス株式会社　固体事業部

Type No. C12880MA

NO. 754964

*1）Wavelength resolution: Test conditions / Maximum value of FWHM at 340nm,400nm,450nm,500nm,550nm,600nm,,655nm,710nm,760nm,810nm,850nm wavelength

　　波長分解能           : 検査条件       / 波長340nm,400nm,450nm,500nm,550nm,600nm,,655nm,710nm,760nm,810nm,850nmのFWHMの最大値

Standard for Shipment Result

出荷基準 [nm] 測定値 [nm]

22K05070 3.135142000E+02 2.702877674E+00 -1.091968632E-03 -8.571079469E-06 1.271885201E-08 8.752549401E-13 9.5 

22K05071 3.097667570E+02 2.702009967E+00 -1.164421530E-03 -7.504104821E-06 7.970906563E-09 7.986708520E-12 10.2 

22K05072 2.975163217E+02 2.694096827E+00 -6.177068713E-04 -1.252541083E-05 2.770692459E-08 -2.012304696E-11 8.9 

22K05073 3.203728366E+02 2.683839629E+00 -1.043477480E-03 -8.160127485E-06 9.065210175E-09 8.316961929E-12 10.0 
22K05074 3.129052824E+02 2.695292146E+00 -9.776308451E-04 -9.188265528E-06 1.407262330E-08 1.057908135E-13 8.8 

22K05075 3.043904451E+02 2.697596134E+00 -9.775669433E-04 -8.823844404E-06 1.233851856E-08 2.454137253E-12 10.1 

22K05076 3.044501933E+02 2.671968824E+00 -5.368337901E-04 -1.231818449E-05 2.483574547E-08 -1.396084002E-11 9.9 

22K05077 3.189537132E+02 2.675701551E+00 -7.478664865E-04 -1.117470711E-05 2.172431964E-08 -1.051360593E-11 9.9 

22K05078 2.965636807E+02 2.702050053E+00 -9.533325926E-04 -9.165075058E-06 1.400400620E-08 -1.559078049E-13 10.3 
22K05079 2.970937623E+02 2.691015233E+00 -6.514972337E-04 -1.186492022E-05 2.416034573E-08 -1.406278537E-11 9.5 

22K05080 3.173070036E+02 2.680707980E+00 -9.407394783E-04 -8.953920176E-06 1.200951075E-08 4.169706879E-12 10.0 

22K05081 3.221835180E+02 2.668745086E+00 -7.784030082E-04 -1.073131101E-05 1.990006309E-08 -7.867819885E-12 10.2 

22K05082 3.242237264E+02 2.678946618E+00 -9.205345810E-04 -9.510347769E-06 1.472256326E-08 4.868148903E-14 9.5 

22K05083 3.159867549E+02 2.689642182E+00 -9.419871836E-04 -9.540528988E-06 1.593798919E-08 -3.291527166E-12 9.5 
22K05084 3.181933512E+02 2.694124411E+00 -1.154828223E-03 -6.932318782E-06 3.627348570E-09 1.637370584E-11 8.6 

22K05085 3.071548807E+02 2.700853572E+00 -9.838896858E-04 -9.048774095E-06 1.325158880E-08 1.445295827E-12 9.8 

22K05086 3.060272933E+02 2.690755014E+00 -8.540712316E-04 -9.782239542E-06 1.566989480E-08 -1.941628096E-12 9.7 

22K05087 3.114112591E+02 2.684221889E+00 -8.669115109E-04 -1.018584305E-05 1.848071453E-08 -6.469750482E-12 9.8 

22K05088 3.067777896E+02 2.670621787E+00 -6.448671221E-04 -1.138226396E-05 2.148434380E-08 -9.621196928E-12 9.6 
22K05089 3.107793992E+02 2.679927662E+00 -6.867087633E-04 -1.140216434E-05 2.195603888E-08 -1.060148056E-11 10.6 

22K05090 3.059140429E+02 2.689675691E+00 -9.317693104E-04 -8.933102016E-06 1.208635958E-08 3.474329950E-12 9.3 

22K05091 3.109079461E+02 2.701822766E+00 -1.150050660E-03 -7.073813398E-06 4.928073905E-09 1.333975596E-11 9.8 

22K05092 3.106994874E+02 2.706655414E+00 -1.207727130E-03 -7.040880529E-06 5.825973816E-09 1.131975160E-11 9.4 

22K05093 3.098631689E+02 2.713081620E+00 -1.263773332E-03 -7.144107928E-06 7.526128376E-09 7.991755007E-12 9.9 
22K05094 3.160166403E+02 2.681515591E+00 -8.700306899E-04 -9.574644573E-06 1.428334863E-08 1.069685028E-12 9.5 

22K05095 3.008857743E+02 2.704774452E+00 -9.276525816E-04 -9.718099277E-06 1.635521349E-08 -3.338891776E-12 10.7 
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22K05096 3.124861075E+02 2.683940467E+00 -6.952071709E-04 -1.159857837E-05 2.339854237E-08 -1.334921634E-11 9.5 

22K05097 3.110828894E+02 2.686627317E+00 -8.061932439E-04 -1.043525422E-05 1.872266262E-08 -6.774285991E-12 9.6 

22K05098 3.080936845E+02 2.680799361E+00 -7.106697422E-04 -1.105624278E-05 2.003512624E-08 -7.057166774E-12 9.4 
22K05099 3.069933702E+02 2.716594808E+00 -1.379487453E-03 -5.749921960E-06 1.914165188E-09 1.534995475E-11 9.1 

22K05100 3.112480911E+02 2.692564699E+00 -9.772084957E-04 -9.181053384E-06 1.470364910E-08 -1.684193142E-12 11.0 

22K05101 3.048075537E+02 2.719738916E+00 -1.463755599E-03 -4.954825810E-06 -1.434335468E-09 2.055616211E-11 9.8 

22K05102 3.117290479E+02 2.696526392E+00 -1.012278771E-03 -8.811652526E-06 1.246190140E-08 2.449737084E-12 8.8 

22K05103 3.053182824E+02 2.687183366E+00 -7.858293142E-04 -1.080051329E-05 2.071021201E-08 -9.839601887E-12 10.6 
22K05104 3.132670010E+02 2.698827480E+00 -1.007955798E-03 -8.983275065E-06 1.328634361E-08 1.219991092E-12 9.1 

22K05105 3.164213809E+02 2.707951168E+00 -1.290660616E-03 -6.359753528E-06 2.970401811E-09 1.572223025E-11 9.3 

22K05106 3.104197796E+02 2.688492195E+00 -8.684629493E-04 -1.010523959E-05 1.753420820E-08 -4.539021427E-12 11.1 

22K05107 3.102689058E+02 2.680616480E+00 -6.429439773E-04 -1.199439193E-05 2.480951672E-08 -1.520443228E-11 8.6 

22K05108 3.039285996E+02 2.702180589E+00 -1.001812055E-03 -8.891633182E-06 1.294286245E-08 1.403900588E-12 9.0 
22K05109 3.083545530E+02 2.694812608E+00 -8.975853588E-04 -9.678919331E-06 1.544524930E-08 -1.242253648E-12 9.5 

≦15


